TUCSON POLICE DEPARTMENT
CRIME LABORATORY
0 /&M
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

i il . Serial # [sle- 005003 |, certifies by her signature:

on_/2/2 /o witharesultof 0077 AC, J.0PDAC,

and on ;;;:I/.gfﬁ/g-t,f .with a result of 0. DTEAC, 0 07FAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to_0.090 AC) , as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

two dates.

J E@?{ifer L. Coombs
ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

SUBSCRIBED AND SWORN to before me

this_ 30, day of feceybar . 2004,

|'J

,,-u. KATHY A. KINNEY
NOTARY PUBLIC-ARIZONA -

=

CFFICIAL SEAL

A5 pivMA COUNTY ==
My Comm, Exp. Sept. 4, 2008 N ary Puklz
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W Display reads "READY TO §TART™ or "2USH BUTTON To sTias
TEST. "
OTAGMOSTIC TESTS
vl DYVH Test chec: Seccing should s batwasn (200 and
BRO . Haode selection switch S22 en, 31 and §1 off o=
¥2ynoard menut selectilion "HY. Besading is Elle .
/ Display Test chack. Mode sslection switch SI1 on and 53
and 53 off or kevboard m=nu selection "v"
Pl Printer Test check. Mode sa2laction switch §1, $2, 5§13
gff oI Keyboard pmenu sslectiapn “2¢
/X Clock tims chack. Hode selection svitch S10 on o=
¥evbgard manu sslechign "=,
W Dats chack Hada selesction switch Sl an or Kevbosnd
menu salection “E":
QBCZRATTIONAT, TESTS
Ef Alconol frae subject Test rasult 0. 000 ac
Error racegnition logic system functioning
Invalid tast printad
W Prapear sample rzcognitian system
Invalid sample prinicad.f .
Deficient sazmple printsd«”

N/A Complsteness of sample pur

Calibration standard 0. A

Results: 0.008 AL 40.0§CAC
Instrument aperating praperly and accurately. EESZ‘HG
corpENTS: A Modrdd phoad vg38 > 09491
A} Ta)

SIGNATURE | EQQLA ﬁé% (iﬂﬁ}hkliis

G.hhlk alcobagl :mggLntratiun standard zollacted for suhssquent
analysis. =

|

*HITH OR WITHOUDT YAPOR RECIRCULATION AND WITE OR WITHOUT EXEYHBOARD
**THIS ETEER L8 QMNLY - REQUIREDN I¥ TEIS DEVICE I8 BETHG U2ED FaR
EAMPT.E CAPTURE.

F_d

DHS/DSTS/Form €1

7 (Rawv.7-33)




Sof o

j/jlc./
Tucson Police Department Crime Laboratory 794

RIS

914G

i

b ]

R B |

TEST

T
= i
=)
(1
=g
T

CHEL

LG

CRk

ALR

LALT S AR

S

e

UL
WL AL N T LG Ay

\lg

o T i e

WA P d ONAE R 0

)

Hlg

Lag LA

ADCHTECAL W OFRAGTION AL O DERAS RS

INTOXILYZER™ MSTALRENT PRRTER CARD

0 108G by T ING

THL

YZER

M e L

AL CaHD

ILYZER

e

il
LHTO

-

Il x 33
ey
e T
iy
L B
=
]
1D
«Fi
[hs]
i
o)
=
i
A s g
Lo
e
[ g
™5
-
-
F-3
Lo

Lt

L

TEST
AIR

£

0305 40
= e i

CR TRy

L o

N
b AT
= lE
L i
PO B
= T 1

AL,
FITR

SLRIFCT S risWE

IS THURER T LOC AT

FEST ORSEdvEL

Tl

HelpO

ACCYEICRAL I QHRARTICN ARD O IERARKS

/A

INTORILY ZERY INSTALMENT PHINTER AN
11986 Ly Ch NG,

i




EIZTOIT P

rEIs REPFORT FREPARFPD PURSUANE TQ DUTY IXPOSED BY
AR CL RI9=I4—404 (R
ARTIIONA DETARTHENT OQF HEALTH AZAVICES

¥ oL o

BTANDARD QUALTITY ASSUAANCE PROCZDUEES
IMETOITILYZER MADEL 5000=

ETAMDARD CALTIBREATION CHECK PROCEDURE ép

Agency _Tucsos Polics Nepartoens Date l?! ; o Time CF%#J
Intoxilyzer Serial# Jﬁ” COSCG2,  Location DLl HI
QA sSpecialist _Neomder Coowbs  Holla D

' {Print Nioe)

{ ij 1. Pouzr a standard alcohol solutlon of Xnown value into a
clean dry simulator jar and assemble the simnulator.
Insure that a tight seal has bean zade.
Standard value: 0.oKD AC

{ /f} 2. “Tuarn ‘on the symulator and allowthe ténperature Lo
Eeach I4°CL.2°E.

{ /f} 3. 52t Intoxilyzer mode EE_E:tlan in the ACA modes by

on keyvboard manu.
Attach simulater te the simulator entrance port on the

,ﬁ
=
o=
.

LI

axilyzer.
| J/; . Intexilyzer 5000 display Teads "EZADY TO START" ar
"RUSH BUTTONMT:
. Push Start Test bution ot prsss entcar an keyboard.
Insert card in rsspense to disolay.
Air blank completed.
. Lalibraticon check completed.
Test results 0. a4 AC
1 7} 10. Air blank completed.

LYaRe e Bt A

P! ) 11. When display reads Test Complets remave ev1daﬁce card.

Attach the card to the completed ChECkllSL
{ w/ﬁ 12. Return mode selection switch #9 to off positiocn after
all calibration checks are caomplete or type Q and enter

SIIGHATUHE - -j,/f Uj)t( %ﬂ ﬂ@”‘éi

*WITH OR Tuﬁ; E RECIHCOLATION 2D ¥WITE OF WITEQUT EKEYBOAHD

DHS/DSLS/Form Clle (Rev.-7-393)



TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SRBRVICE RECORD

£y

| Dawe;  [2-273-2009 |
Intoxilyzer Senal Number: %ﬂ. ~ 005003
QAS: Teyrw S, LL%.&S_Z%‘FF ‘ - E
| J 0. /0 PZ‘

Problem Descnpuion: |

Dalke fh(ﬂrv@ﬁ[ ( !-HJ-()S)

_— e e

—— e e —— BT T Sl e e el =l
N { . 1 r : 1 : |
£ the instrumens is taken our of service, complete the following: !

|

‘ Dare ourt of service

‘ Calibration Check completed pnor to removal from service: ‘

! 0 Yes Darte: 0 No - _.

0 Yes Date: 0 MNo

W SQAP completed prior to removal from service: "

Date returned to service: H
|

. ‘ Corrective Action Taken or Repairs:

‘ Cﬁkﬁ.z%}/d dole Jo  12-23-0%

DR
| |




AHTIZIONA DEFARTHEN

ITY ASHSUAAMCE PROCEDTRES u
INTOXIILYZFER: MODEL 5000#*

i '-'i ]
AGEMCY Tucson Police gy SPECIALIST x‘J‘FﬂH!-E-i/ (.KE'HLI{”}‘ZSM

(Print Nazme)

INTOXILYZER SERIAL #{olc-COSO LOCATION
DATE_D>2fiimpty 79 #§ 7roH  TIME /540
- Disolay reads "READY To STARTY or "BUSH IUITON TO SsTant
TESE:"
DIAGNOSTTC TESTS
[l DVM Test check. Seiting should be between .200 and
600, HMode sslection switch S2 on, S1 and 531 off orc
MX/ keybaoard menu selection "H". Raading is < Bk <
Display Test check. Mode selection switch 51 on- and 52
and S3 off or keyboard menu selecTion "V!.
V4 Printer Test chack. Heode selectlion switeh 51, 52, 83
off or keyboard menu salectien "P".
v Clock time check. Mode selection switch S10 on or
keybaoard menu salection "E'". -
v// Data chack. Mode salection switch 511 on or kevbhagszrd
mena selsectian "E'M.
QPERATTIONAT TESTS
= Alcohol free subject Test resultc 0.000 AC
W Error recagnition logic system functioning
1f/' Invalid test printed

Proper sample recognition systsm
Invalid sample printed .~
Deficient sample printed.”
N/A Completzrness of sample purge with collection tube*=*
Vs Calibration standard D.ﬂEQ AC
Results: 0.078AC FD.0Ts A /
vESY No__

Lnstrument operating properly and accuraitely.

COMMENTS

E i o=l .
SIGNATURE Jh;'fbﬂdd x/:‘{ (T{T{Nﬁ-’bﬁ

G.h“ﬂ alcohcg cohgentration standard collected for subseguent
analysis.w*

*JITHE OR WITHOUT VAFPOR RECIRCULATION AND WITHE OR WITHOOT XKETYBOARRD
**THTZ BTEP IE ONLY REQUIRED IP TELS DEVICE IS BEING USED FOR
EAWELE CAYTURE.

DHS/DSLS/Form C117(Rev.7-33)
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TEIS REFOQRT BREPARFPD PURSUANT TO DUTY IMPOSED BY 'j
AoAR.CL RE=14-404 (A} i

ARIZOMA DFEPARTHENT OF HEALTH BFRYVICESR

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOZILYZER MODEL 50Q0#* I

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucsan Police Dﬁﬂar.ﬁ;ﬂk Date &%4;?ﬁhi Tine /ﬁi?@

Intoxilyzer Serial# pufﬁﬁjhl Location TR
QA Specialist _ _feander ((rdwihs ol O
(Print Name)
( /') 1. Pour a standard alcchel solution of krown value into a

clean dry simulator jar and assemble the simulator.
Insure that a tlﬂhL seal has been made.

standard value: 0.0%0 AC

{ L/a F. ‘murn on tha simuﬁator and allow the temperaturs to
reach 314°C+.32°%C.

{ £/3 3. Set Intoxilyzer mode selection in thes ACA mode by
switching mode selsction switch #3 on or selecting "c"
on Keyboard manpu.

( ij 4. RAttach simulator to thes simulator entrance port on the

Intoxilyzer.
oA ) 5. Intaxilyzer 5000 display reads "READY TC START" or
/ "PLFSH BUTTONM.
) 6. Push Start Test button or press enter on keyboard.
7. Insert card in response to display.
A7) 8. BAir blank completad.
g Calibration check completed.
Test results 0.078AC£0.07% AC
-/f Vf& 10. Air blank completad.
11. When display reads Test Complete remave EVLdﬂHCE card.
Attach the card to the completed checklist.
{ y/] 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

SIGHATURE o T(r;'j;]ﬂ«a f O‘VWQS

*JWITH OR WITHOUM "-T Q}R R'F"CI"J..{ZULAT TON AND WITH OR WITHOUT KEYEBOARD

DHS/DSLS/Form C116 (Rev.7-93)




